Inadvertent stent extraction six months after implantation by an entrapped cutting balloon.
We report a case of extraction of a restenosed aorto-ostial stent by an entrapped cutting balloon that had inadvertently been passed through a protruding stent cell. Cathet Cardiovasc Intervent 2001;53:415-419.